Baroreflex Sensitivity Test Table Report

Unit

2 3

Mean E/I Ratio n.u. 1.4 1.4
Max HR bpm 84.9 88.4
Min HR bpm 53.3 56.1
SD HR bpm 8.9 9.8
Max HR Variation bpm 29.3 28.4
Mean HR Variation bpm 23.8 24.7
Max E/1 Ratio n.u. 1.6 1.5
Max RR ms 1125.0 1070.0
Min RR ms 707.0 679.0
SD RR ms 109.0 109.5
Max RR Variation ms 399.0 360.0
Mean RR Variation ms 285.8 279.0







